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Abstract—A linear tubular switched reluctance motor is 
presented. This actuator is devoted to be used as a left ventricular 
assist device (LVAD). In order to avoid thrombosis, this actuator 
includes pump and valve functions. By using a St. Jude Medical 
mechanical valve inside the tubular mover, a pulsatile flow is 
created in the descending aorta. A linear model of a basic pattern 
of the actuator based on a reluctance network is developed. Then, 
a two dimensions finite element method analysis is performed in 
order to check the analytically calculated performances. Relying 
on these both models, specific requirements for the design of this 
kind of motor are discussed. 
Keywords - switched reluctance motor; finite element; tubular 
mover; heart assistance 
I.  INTRODUCTION 
Patients suffering from severe heart failure require 
mechanical circulatory support (MCS). Most of the time, a left 
ventricular assist device (LVAD) is used. This last one assists 
the failing left ventricule by providing an additional flow of 
blood in the body. 
At the beginning of heart transplantation, MCSs were 
pneumatic providing a pulsatile flow. Thus the MCS 
functioning was close to the heart functioning. The major 
limitations were the pump bulk, the limited mobility because of 
a large drive console and the need for chronic anticoagulation 
[1]. Actually, the last generation of MCS is electromagnetic 
and provides a continuous flow. For example, the “Debakey 
VAD”, the “Hearmate II” and the “Jarvik 2000” are 
miniaturized axial flow pumps (with a turbine and a motor) [2]. 
The success of these devices is limited by the risk of thrombus 
in the pump. Moreover, the impact of continuous blood flow on 
the body remains unknown for the scientific and medical 
community [3]. 
We proposed here a new LVAD concept of pulsatile blood 
pump to be implanted in the aorta descending which is an 
evolution of that presented in [4]. In order to avoid thrombotic 
events, this pump called “Pulsamag” incorporates the valve and 
pump functions. The actuator is a linear switched reluctance 
motor (LSRM). The stator and the mover have a cylindrical or 
tubular shape. A mechanical unidirectional valve is placed 
inside the mover. The topology of the motor and its main 
characteristics are described in section II. Section III gives 
some considerations on the dimensioning and particularly the 
thrust calculated analytically with the help of a basic pattern of 
the actuator. A linear model based on a reluctance network of 
the basic pattern is presented in section IV, while section V is 
dedicated to the results obtained via a two dimensions finite 
element method (2D-FEM) analysis. Finally, section VI 
describes the conclusion and perspectives of the work. 
II. PULSATILE PUMP CONCEPT DESCRIPTION 
A. Overview of switched reluctance motors 
For the application considered, the LSRM is a good 
candidate. Indeed, its structure is simple and robust. One 
characteristic is the lack of windings on either the stator or 
mover part. Usually, the windings are concentrated around the 
poles rather than distributed. So, the manufacturing and the 
maintenance are easier and a functioning with a phase shorted 
or open is possible [5, 6]. 
There are several types of LSRM. The most frequently 
studied are counterparts of rotary switched reluctance motors 
(RSRMs) [5, 6, 7, 8]. The linear configuration can be obtained 
from the rotating configuration by cutting radially and by 
unrolling. The windings are concentrated around the poles and 
the static part is a plate. In [9], a configuration with two E-
cores mounted on a carrier structure that moves along a 
stationary bar is investigated (two air gaps). In [10], a structure 
called transverse flux tubular switched reluctance motor 
(TSRM) with concentrated windings around the stator poles is 
studied (the stator is similar to RSRM one). 
An interesting structure is the cylindrical LSRM [11, 12, 
13, 14] where the mover part has no windings like [10]. It 
consists of a moving ferromagnetic cylinder with transverse 
slots and an outer cylindrical stator containing a number of 
identical phase sets. Each set consists of a magnetic core, 
formed of two discs and a ring, and an enclosed solenoidal 
winding. In the same manner, a six phase cylindrical LSRM 
has been developed for heart assistance circulatory [15]. A 
hybrid form with permanent magnets in the stator was 
investigated in [16]. The linear pulse motor (LPM) designed 
consists of a pair of primary stators placed above and below a 
flat secondary mover (pancake design). A pulsatile total 
artificial heart (TAH) is then constituted of the LPM, two 
pusher plates, two sac type blood pumps and four Jellyfish 
valves [17]. The TAH pumps the blood by expanding and 
compressing the sacs according to the reciprocating motion of 
the pusher plates attached to the mover. 
B. Presentation of our concept 
The objective of the actuator to be implanted in the aorta is 
to provide a physiological pulsatile flow. It is planned that the 
actuator ensures both valve and pump functions in a small 
space. Our LVAD is then composed of a linear actuator 
(cylindrical LSRM type) equipped with a St. Jude Medical 
mechanical valve (unidirectional) inside the tubular mover. 
This 25 mm diameter valve, shown in Fig. 1, allows the blood 
moving. 
 
 
 
 
 
 
 
 
 
 
Figure 1.  St. Jude Medical mechanical valve 
The actuator proposed is of the same type as the one 
studied by [11, 14] and is composed of height stator coils (four 
phases with two coils per phase) and a tubular mover. The 
longitudinal cross-sectional view of “Pulsamag” is shown in 
Fig. 2 and a three dimensional view is shown in Fig. 3. 
 
 
 
 
 
 
 
 
 
Figure 2.  Basic structure of “Pulsamag” 
When the phases are excited sequentially with unipolar 
current, a magnetic field that slides alternately from one to the 
other end of the actuator is generated. Then the ferromagnetic 
cylinder moves back and forth in order to align its saliencies 
with that of the excited stator phases (maximization of the 
magnetic flux). During the motion of the cylinder in one 
direction, the mechanical valve closes and pushes the fluid 
(blood). In the other direction, the valve opens and thus limits 
its influence on the fluid. 
 
 
 
 
 
 
 
 
Figure 3.  Three dimensional view of “Pulsamag” 
In this low speed application, because of low eddy current 
losses, the magnetic core does not have to be made of 
laminated steel. Moreover, due to the cylindrical shape, the 
normal forces are neutralized. The other advantages of this type 
of actuator are its reliability, its simplicity of implementation, 
its ability to generate a linear motion directly (without 
mechanical processing)... 
One of the main drawbacks is the difficulty of guiding the 
mover part in order to ensure a constant air gap. The latter is 
usually small to ensure good performances. 
C. Desired mechanical characteristics 
The physiological requirements for a LVAD are a flow of 
3 liters per minute (l/min) and a pressure of 120 mmHg 
(16 kPa) under a 2 Hz frequency (120 beats per minute). The 
thrust F (in N) and the stroke L (in mm) of the mover are given 
by: 
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Where Q is the flow (l/min), S is the cross-section (cm²), f 
is the frequency (Hz) and P is the pressure (kPa). 
Thus, with a 25 mm diameter valve, the stroke and the 
required thrust could reach 51 mm and 8 N respectively. In the 
next section, we present an analytical model based on a basic 
pattern in order to give elements on the dimensioning of the 
actuator. 
III. ANALYTICAL MODEL OF THE ACTUATOR 
A. Basic pattern 
We can see in Fig. 2 that each phase set of the actuator 
forms an independent magnetic circuit thanks to the 
nonmagnetic ring. So we can consider one set and extrapolate 
the results to the entire actuator. 
The basic pattern of the actuator is then constituted of a 
stator ferromagnetic part with one slot (with a coil) and two 
teeth and a mover ferromagnetic part with one slot (without 
coil) and two teeth as we can see in Fig. 4. To build the whole 
actuator, the modules are stacked, separated by a stator 
nonmagnetic ring. 
 
  
 
 
 
 
 
 
 
Figure 4.  Basic pattern 
The notations of the axial and radial geometrical 
dimensions, presented in Fig. 4 are: a tooth width, b slot width, 
Rv valve radius, Rg air gap radius, Rext external radius, hmt 
mover tooth length, emy mover yoke thickness, hst stator tooth 
length and esy stator yoke thickness. 
In order to ensure a smooth and regular functioning, we 
have chosen the tooth pitch of the stator λs and the tooth pitch 
of the mover λm equal: 
 bams +=λ=λ=λ . (2) 
The tooth width a and the slot width b of the stator and the 
mover are chosen equal too: 
 ba = . (3) 
B. Analytical static force calculation 
When operating in linear mode, the magnetic energy Wmag 
and the magnetic co-energy Wc are equal and can be expressed 
by: 
 ( ) ( ) ( )( )2.
2
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Where N is the number of coil turns, i is the current supply, 
y is the position of the mover and P  is the permeance. The 
force Fy along axis y is done by: 
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Assuming that the magnetic material does not saturate and 
that the magnetic relative permeability is infinite, the 
permeance P  in (5) is limited to the air gap permeance Pg. 
For a step ∆y, as we can see in Fig. 5, the variation of the 
air gap permeance ∆Pg is done by: 
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where g is the air gap length and Sg is the average cross section 
of the flux tube. 
 
 
 
 
 
 
 
 
 
Figure 5.  Calculation of air gap permeance 
Finally, the mean static force for a basic pattern Fy is done 
by: 
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This expression is identical to that given by [14]. 
The magnetomotive force Ni can be calculated in terms of 
the air gap induction Bg as: 
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Than the force Fy in terms of the air gap induction Bg is: 
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The same expression of the force can be found in [5, 10]: 
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where X and Z are respectively equal to 2g and 2piRg (the 
product XZ is the air gap exchange area). 
C. Elements for dimensionning 
According to (7), we can notice that the mean thrust is high 
if the air gap length g is small and the radius air gap Rg is high. 
In our structure, Rg is greater than the valve radius Rv but 
cannot be too high because of the limited volume of the 
actuator (implantation in the human body). 
We can also notice that the thrust is proportional to the 
square of the magnetomotive force. Thus the increasing of the 
current leads to an increasing of the thrust but also an 
increasing of the copper loss (square increasing). One 
dimensioning factor for switched reluctance motors is the 
maximization of the mean torque per copper loss. In [14], this 
optimization gives the following result: 
 ( ) ( )syextg eRR −⋅−≅ 12 . (11) 
If we neglect in (11) the stator yoke thickness esy compared 
to the external radius Rext, the optimum ratio is 0.4 between the 
air gap radius Rg and the external radius Rext. Then the stator 
tooth length hst is equal to 1.4 times Rg. 
The stroke of the actuator is another major consideration 
for the dimensioning. To increase the stroke, we can increase 
the basic pattern number i.e. the phase number m and/or the 
coil per phase number n. By supplying several coil in serial 
(n ! 1), both the stroke and the thrust increase. 
We can notice in Fig. 2 that to separate two basic patterns, a 
nonmagnetic ring thickness of c value has to be inserted. The 
mechanical step yp of the actuator is done by: 
 cb
m
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λ
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For example, when the phase number one is excited, a force 
is produced between the stator and the mover in order to 
maximize the magnetic flux (stator and mover teeth in aligned 
position). Then the distance between the stator tooth of the next 
phase (phase number two for example) and the closest mover 
tooth is λp. 
D. Dimensions of the prototype 
The actuator presented in Fig. 2 has got m = 4 phases and 
n = 2 coils per phase. Moreover, the tooth and slot widths are 
equal as written in (3). From (12), we can deduce that: 
 c
a
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. (13) 
The supplying of the coils 1-5 (phase 1), 2-6 (phase 2), 3-7 
(phase 3) and 4-8 (phase 4) by a four-phase current system 
leads to a leftward shift whereas the reverse sequence 1-5, 4-8, 
3-7 and 2-6 leads to a rightward shift. 
The external radius Rext according to (11) will be larger than 
31 mm considering the radius valve value Rv which is equal to 
12.5 mm. In order to limit the bulk of the actuator (external 
radius inferior to 30 mm) and the mass of the mover, we have 
chosen the dimensions given in Table I. 
TABLE I.  PROTOTYPE DIMENSIONS 
Name Abbreviation Size (mm) 
Valve radius Rv 12.5 
Mover yoke thickness emy 2 
Mover tooth length hmt 1.5 
Air gap g 0.2 
Air gap radius Rg 16.1 
Stator tooth length hst 9 
Stator yoke thickness esy 1.5 
External radius Rext 26.7 
Tooth width a 2.9 
Slot width b 2.9 
Nonmagnetic ring thickness c 1.45 
The total length of the stator LsT  is given by: 
 ( ) ( ) cnmbanmLsT ⋅−⋅++⋅⋅= 12 . (14) 
The total length of the mover LmT is dependant of the 
desired stroke: 
 sTmT LstrokeL +≥ . (15) 
With the previous dimensions done, the external length 
dimensions of the prototype are: LsT ≅ 80 mm and LmT " 
130 mm. 
The total expected thrust FyT is given by: 
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To reach the desired thrust of 8 N, the magnetomotive force 
Ni  is equal to 158 At (considering a slot fill factor of 100 % 
and n = 2 coils per phase). 
IV. LINEAR MODEL BASED ON RELUCTANCE NETWORK 
A. Reluctance network 
The basic pattern of Fig. 4 can be modeling by using the 
reluctance network of Fig. 6 [14]. We consider that the 
magnetic material is linear with a constant permeability µ. 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 6.  Reluctance network of the basic pattern 
The stator flux ϕs is divided in one slot leakage flux ϕsl and 
one useful flux ϕm reaching the mover. 
The air gap reluctance Rg varies with the position y of the 
mover. An axial magnetic flux flows through the stator tooth 
reluctance Rst, the mover tooth reluctance Rmt and the air gap 
reluctance Rg. A radial magnetic flux flows through the stator 
yoke reluctance Rsy and the mover yoke reluctance Rmy. The 
slot leakage flux ϕsl is modeled by the specific reluctance Rsl. 
The reluctances are listed in Table II. 
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B. Force calculation 
With the help of Matlab software we have calculated the 
reluctances and the fluxes above mentioned for several 
magnetomotive forces in function of the displacement ∆y of the 
mover. The relative permeability of the magnetic material was 
taken constant and equal to 1000. 
The static force Fy for a specific value of magnetomotive 
force NI  is done by: 
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We consider in this section that the entire slot is filled with 
copper (slot fill factor of 100 %) i.e.: 
 JbhNI st ⋅= . (18) 
So for a current density J of 10 A/mm² in the slot, the 
magnetomotive force NI  is equal to 261 At (26.1 mm² slot 
area). 
By using (17), we can then calculate the force for different 
positions of the mover for a given magnetomotive force value. 
Fig. 7 shows the static force versus the relative displacement 
called “shift” (expressed in %) for different magnetomotive 
forces (the corresponding density current in the slot is between 
2 A/mm² to 10 A/mm² with a step of 2 A/mm²). When the 
stator and the mover teeth are in aligned position (maximum 
flux), the shift is 0%. For a displacement equal to the 
mechanical step yp, the shift is 50%. 
We can notice that for a magnetomotive force of 261 At 
and a shift of 50 % (corresponding to the maximum thrust in 
the actuator), the force is near 10 N. 
We can compare this result to 10.8 N which is the value 
obtained by using (7). 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 7.  Force versus shift 
V. TWO DIMENSION FINITE ELEMENT METHOD ANALYSIS 
A. Flux density and force determination 
The basic pattern of Fig. 4 has been simulated with the help 
of Ansys software by using the same magnetic characteristics 
than the previous model. We can see in Fig. 8 the flux lines and 
the magnetic flux density for a shift equal to 25 % and a current 
density in the slot equal to 10 A/mm². 
 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 8.  Flux line and magnetic flux density plots 
for J = 10 A/mm² and shift = 25% 
We can see that the magnetic flux density in the air gap is 
around 0.8 T and the induction in the yoke is around 1 T. There 
are some local areas where the magnetic flux density is high. 
Fig. 9 shows the static electromagnetic force computed 
using two techniques: the Maxwell stress tensor “Fmx” and the 
Rv 
Rext 
virtual work principle “Fvw”. We have also plotted the 
analytical force “Fth” calculated previously in Fig. 7. 
 
 
 
 
 
 
 
 
 
 
 
Figure 9.  Force versus shift for J = 10 A/mm² (i.e. NI = 261 At) 
We can notice that the forces are similar, which validates 
the previous model. 
B. Prototype dimensioning 
The prototype build is shown in Fig. 10. The active stator 
length is 80 mm and the mover length is 140 mm (30 mm 
stroke on each side) according to (14) and (15). 
 
 
 
 
 
 
 
 
Figure 10.  Pulsamag prototype 
The slot fill factor is equal to 52 % and the number of turns 
N in a coil is equal to 155. With a supply current I equal to 1 A, 
the magnetomotive force is equal to 155 At and the current 
density in the coil is equal to 11.4 A/mm². 
For one basic pattern, as we can see in Fig. 7, the expected 
thrust will be close to 3.5 N. Because there are two coils per 
phase excited, the expected thrust will be equal to 7 N. In order 
to reach the desired thrust mentioned in II.C, it will be 
necessary to supply two phases at the same time or to double 
the current during a part of the electrical period. 
VI. CONCLUSION 
We have presented in this paper a linear tubular switched 
reluctance motor for mechanical circulatory support. A 
mechanical valve is inserted inside the mover in order to create 
a pulsatile flow. A theoretical study and a FEM Analysis were 
performed on a basic pattern using linear magnetic materials. 
These studies suggest that the actuator can provide the stroke 
and the thrust necessary for the intended application. In order 
to validate this concept, we plan to make experimental tests for 
different electrical power supply strategies. 
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